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Step 1 - Disconnect Power

Unplug Mains Plug from power socket to ensure no power is running through the chair.

Step 2 - Locate and Seperate the Existing Connection

Find the two exisitng connection points on the power cable. These will currently be 
plugged into each other: Connection #1 & Connection #2  (circled green on the below 
diagram). Carefully unplug these from one another.

Step 3 - Connect the External Back-Up Battery

Take the External Back-Up Battery cable and connect it between the two seperated 
connections. Plug one side of the battery cable into Connection #2, and the opposite 
cable into Connection #1.

Step 4 - Check the Safety Latches

Ensure all plugs are fully inserted and secure. Take care not to force the connectors.

Step 5 - Restore Power

Once all connections are secure, plug the Mains Plug back into the wall socket and 
switch the power on. The External Back-Up Battery will display with circular lights 
indicating it is connected correctly and ready for use.
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